	20:01:07:08.  Devices to be cleaned before submission for testing. All weights, weight sets, measures, or devices shall be cleaned and ready to be calibrated before being submitted for testing to the state metrology laboratory.

	Source: 7 SDR 14, effective August 21, 1980; 11 SDR 50, effective October 14, 1984; 12 SDR 151, 12 SDR 155, effective July 1, 1986.
	General Authority: SDCL 37-21-5.
	Law Implemented: SDCL 37-20-2 to 37-20-4.

