	20:43:07:12.  Prohibited use of radiation. Only persons who are certified in dental radiography or are licensed dentists or dental hygienists shall operate radiography machines. The following precautions shall be taken:

	(1)  No person may be exposed to the useful beam except for dental purposes and only if exposure has been authorized by a licensed dentist. No person may be exposed to the useful beam for non-healing arts training, instruction, or demonstration;

	(2)  Dental intraoral radiography with kilovoltage less than 60kVp may not be used;

	(3)  The exposure switch shall be arranged so that operator can stand at least 6 feet from the useful beam unless sufficient shielding is provided to protect the operator from stray radiation;

	(4)  The target to skin distance shall be at seven inches and the machine may not have a pointed cone.
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