	44:03:01:08.04.  Equipment standards for medical fluoroscopic spot film devices. Any medical fluoroscopic spot film device shall meet the following requirements:

	(1)  The device shall provide for the adjustment to the size of the spot film selected that is between the source and the patient. Such an adjustment shall be automatically accomplished except when the X ray field size is smaller than the selected portion of the film; and

	(2)  The center of the X ray field shall be aligned with the center of the selected portion of the film to within two percent of the SID.
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