CHAPTER 20:01:06

WEIGHTS AND MEASURES SERVICE AGENCIES


Section
20:01:06:01		Commercial weighing or measuring device defined.
20:01:06:02		Weights required for testing up to 10,000 pounds capacity scales.
20:01:06:03		Weights required for testing scales of 10,000 to 60,000 pounds capacity, inclusive.
20:01:06:03.01	Weights required for testing scales over 60,000 pounds capacity.
20:01:06:04		Adequate test weights for minimum tolerances required.
20:01:06:05		Standards for testing refined fuel pumps.
20:01:06:06		Standards for testing refined fuel meters.
20:01:06:07		Standards for testing liquid petroleum gas meters.
20:01:06:08		Sealing plier requirements.
20:01:06:09		Zero tolerance requirement.
20:01:06:10		Lead and wire seal requirement.


